Intracranial pressure monitoring by subarachnoid bolt in comatose children.
The safety of intracranial pressure (ICP) monitoring by the subarachnoid bolt was studied in 124 comatose children with global (103 patients) and focal (21 patients) cerebral lesions. None of the children developed cerebral hematoma, diffuse bleeding, epileptical focus, or local or systemic infection. Based on our experience, we advocate the use of the subarachnoid bolt for the purpose of ICP monitoring as a simple and safe modality.